1. Introduction {#sec1}
===============

Transcatheter aortic valve implantation (TAVI) is an effective treatment for severe aortic stenosis in patients at intermediate or high surgical risk \[[@B1], [@B2]\]. However, damage to the native conduction system including complete atrioventricular (AV) block (6--25%) and new left bundle branch block (LBBB) (4--65%) may occur and offset the benefit of the intervention \[[@B3]--[@B5]\]. New-onset LBBB causes a delay in depolarisation of the left ventricle and predicts higher cardiovascular morbidity and mortality and high rates of pacemaker implantation \[[@B2], [@B6]\].

Pacing at the distal His bundle may correct LBBB. Case reports support the concept of longitudinal dissociation in the His bundle \[[@B7]\], that is, fibres within the His bundle are predestined for the left or right bundle branch. Pacing at the His bundle may capture fibres of a bundle branch distal to the site of intra-Hisian block \[[@B6]\]. However, to our knowledge, the correction of TAVI-induced LBBB via HBP has not been reported \[[@B7], [@B8]\]. This is likely due to more distal block and the relative inaccessibility of the left bundle branch conduction fibres to the pacing lead helix. Here, we describe HBP as a therapeutic intervention for patients with TAVI-induced LBBB.

2. Case Presentation {#sec2}
====================

A 76-year-old man was electively admitted for intervention and management of severe symptomatic aortic stenosis resulting in worsening New York Heart Association Class III cardiac failure. His medical history included stage III chronic kidney disease, type 2 diabetes mellitus, hypertension, and prior coronary artery bypass grafting. Coronary angiography demonstrated a patent left internal mammary artery graft to the left anterior descending coronary artery and a saphenous vein graft to the dominant distal left circumflex artery with a severe stenosis distal to the surgical anastomosis.

Transthoracic echocardiography was performed and showed a thickened and calcified aortic valve with reduced cusp excursion, mild concentric left ventricular hypertrophy with normal left ventricular cavity size, and systolic function. The left atrium was severely dilated. Left ventricular ejection fraction was above 55%. Valve area was estimated at 0.8 cm^2^, with a measured mean gradient of 44 mmHg.

A cardiac conference was held to discuss intervention for his severe aortic stenosis. TAVI was chosen in preference to a redo sternotomy in the setting of the Society of Thoracic Surgeons score of 5.8% (intermediate risk cardiac surgery), stable coronary artery disease, and in accordance with the patient\'s preference.

The preoperative electrocardiogram (ECG) showed sinus rhythm with a narrow QRS complex ([Figure 1(a)](#fig1){ref-type="fig"}). Using a right femoral approach, a CoreValve Evolut R 29 mm (Medtronic, Minneapolis, Minnesota) transcatheter aortic valve was deployed after balloon aortic valvuloplasty with an 18 mm Cristal balloon. TAVI was uneventful. Postdilatation was performed using a 23 mm Cristal balloon due to moderate paravalvular aortic regurgitation around the left coronary cusp seen on a postprocedure transoesophageal echocardiogram. At the time of TAVI, the patient developed LBBB (average QRS duration of 180 ms) with a prolonged PR interval of 240 ms ([Figure 1(b)](#fig1){ref-type="fig"}). Within the first 24 hours post-TAVI, he also had episodes of high-grade AV block.

A dual-lead Boston Scientific Accolade™ Extended Life DR Pacemaker was implanted via the left cephalic vein ([Figure 2](#fig2){ref-type="fig"}). The HV interval was mildly prolonged at 60 ms. Proximal His capture (selective) threshold was less than 1 V without recruitment of the left bundle branch; RV myocardial capture threshold was 1.5 V at 1 ms; correction of LBBB---due to the presumed capture of distal His bundle and recruitment of the left bundle branch---occurred at 4.5-5 V at 1 ms. A Medtronic 5076 lead was then placed in the right atrial appendage with a threshold less than 1 V. The device was programmed DDD 50. The paced QRS duration on 12 lead ECG was 125 ms consistent with nonselective HBP (para-Hisian morphology) ([Figure 1(c)](#fig1){ref-type="fig"}). At 1 month, 12 lead electrocardiogram tracing showed continued correction of LBBB at 5 V @ 1 ms.

3. Discussion {#sec3}
=============

TAVI is an increasingly common intervention for patients with severe symptomatic aortic stenosis at intermediate or high risk with standard surgery. The multinational randomized Surgical Replacement and Transcatheter Aortic Valve Implantation trial (SURTAVI) demonstrated that TAVI was noninferior to surgical replacement based on a composite of all-cause mortality or disabling stroke at 2 years; however, TAVI had markedly higher rates of pacemaker implantation \[[@B9]\].

The risk of heart block and the need for permanent pacing is higher with CoreValve (25%) than other TAVI models \[[@B10], [@B11]\]. The CoreValve\'s self-expanding frame and deeper implantation into the left ventricular outflow tract may result in mechanical injury of the His bundle and/or left bundle branch accounting for this higher risk \[[@B11]\].

LBBB is the most common TAVI-induced conduction abnormality reported in 29--65% of patients implanted with CoreValve \[[@B11], [@B12]\]. LBBB causes rhythmic and haemodynamic complications, is associated with worse outcomes, and can lead to heart failure \[[@B13]\]. The effect of new-onset LBBB on mortality is uncertain, but some studies found a significantly higher mortality rate in patients who develop LBBB post-TAVI \[[@B11], [@B14]\]. Even though the incidence of new-onset LBBB is higher in patients implanted with CoreValve compared to Edwards SAPIEN valve, no difference in mortality was observed \[[@B14]\].

There is no published guideline on the management of LBBB post-TAVI. In our case, we elected to place a pacemaker due to the presence of a long PR interval, new-onset LBBB, and an expanding valve. The His bundle contains fibres predestined to form the right and left bundle branches, a theory confirmed by correction of bundle branch block by pacing at the His bundle presumably due to the recruitment of fibres distal to the site of block \[[@B15]\]. In our case, these fibres were found by mapping for the His bundle potential, with small movements of the lead tip until a suitable pacing site where correction of the underlying LBBB was achieved, albeit at high pacing output.

A standard dual-chamber device would resynchronise the atrial and ventricular chambers, but leave the ventricular chambers dyssynchronous. We placed a dual-chamber His bundle device to allow resynchronisation of all chambers. In the largest series to date of HBP in patients with heart block postprosthetic valve replacement, Sharma and colleagues included four patients post-TAVI---all Edward SAPIEN valves: in two cases, HBP was unsuccessful and a standard right ventricular lead was placed---in the remaining two patients, HBP was employed successfully to correct RBBB in one case and to retain a narrow QRS complex in the other \[[@B8]\]. In our case, we were able to obtain selective HBP at a low threshold, but true correction of LBBB---presumably due to more distal disease---was only possible at higher output.

The tools for HBP are rudimentary. The Medtronic SelectSecure lead has an exposed helix screw with no inner lumen and must be delivered through a fixed sheath (Medtronic 315His) delivered through a 7 French introducer sheath, or a deflectable sheath (Medtronic SelectSite C304) delivered through a 9Fr introducer sheath. Implantation is therefore limited by anatomy. It may be that improved delivery tools allow more precise placement of the lead with lower subsequent thresholds. To some extent, the higher output required in our case may be mitigated through device programming by increased pulse width, pacing with output marginally (0.5-1 V) above the left bundle branch threshold, and the use of a pacemaker with an extended-life battery.

4. Conclusion {#sec4}
=============

Our case demonstrates that LBBB in the setting of TAVI may be corrected by pacing at the His bundle. To our knowledge, this is the first report of HBP with a self-expanding valve and the first report for left bundle branch recruitment in this setting. HBP allows complete AV and ventricular resynchronisation with two leads. Longer-term follow-up will be needed to determine the chronic threshold of LBBB correction.
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